A correction to the autoanalyzer data for quantitative agglutination measurements.
The AutoAnalyzer was used for quantitative measurements of antibody agglutinating activity by a Polybrene agglutination technique. Since the continuous flow system introduces an experimental error to the determination of true agglutination percentage, it is necessary to apply a correction factor. The experimental method of correction is described.